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Abstract-A semi-empirical model of the human thorax has been developed to predict the
influence of photon energy on the efficiency of external counting of low-energy X-ray
emitters in lungs. The calculations allow for differential attenuation of X-rays according
to photon energy both within the lungs and in the chest wall. The model is specifically
employed to derive calibration data for estimating accidentally inhaled 23'1>u from known
X-ray detection efficiencies for '03Pd inhaled by volunteers; however, it is also potentially
useful in the assessment of other low-energy photon emitters. The influence of anatomical
and other factors on the relative detection efficiency, R, for I03Pd and 239pu is in
vestigated. The dominant factor in the model is the thickness of the chest wall in the
regions viewed by the detectors, but the unknown pattern of distribution of activity
within the lungs would be the largest single source of uncertainty in R. In general, a
uniform distribution is assumed, leading to an error which would probably not exceed 20%
unless the actual distributions were grossly uneven. Experimental evidence of the validity
of the model in this application is provided, and calibration factors are derived for
assessing 23'1>u in lungs with phoswich detectors of 12 cm diameter.

containing the relevant activity which are
presumed to possess appropriate X-ray
attenuation properties.

An alternative approach, which has been
proposed or practised by several labora
tories (B067, Run68, Ne71, Ne72, Ra72,
Sha76), is to administer known amounts of
short-lived X-ray-emitting aerosols to volun
teers, in order to establish correlations be
tween detection efficiency and parameters
such as weight, height and chest wall thick
ness. Most investigations of this nature
(Run68, Ne72, Sha76) have employed the
nuclide I03Pd as a simulator for 239pU. The
relevant decay properties of the two nuclides
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*Dual NaI(T1)/CsI scintillators (La68).

INTRODUCTION

LUNG BURDENS of certain toxic alpha-emitters,
such as 239pU, can only be assessed directly
through the detection of low-energy X-rays.
This is most commonly done with phoswich
detectors* (Fig. I) or proportional counters
viewing the anterior surfaces of the thorax.
Because these X-rays are severely attenuated
in escaping from the body, the efficiency
of detection, or calibration factor, de
pends critically on a variety of anatomical
and physiological factors, but it is frequently
deduced from measurements of phantoms
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FIG. I. The pair of phoswich detectors of 12 cm
diameter used at Lawrence Livermore Laboratory

in the assessment of plutonium in lungs.

are summarized in Table 1. It is immediately
obvious that '03Pd is not a perfect simulator
for 239pU. While a 20.2 keY component is
common to the X-ray spectra of both
nuclides, the lower energy lines in the 239pu
spectrum (uranium L X-rays) are not
represented in the spectrum from '03Pd
(rhodium K X-rays), which also includes a K II
component at 22.8 keV. Attenuation
coefficients in tissue vary rapidly with energy
in this range (Table 2); allowance must be
made for this variation if measured X-ray
detection efficiencies for '03Pd in volunteers
are to be used in calculating calibration data
for other nuclides emitting only low-energy
photons. Specifically, we may require esti
mates of the ratio R, where

Table I. Principal X -ray emissions from
2J9pu and I03Pd

Energy Intensity·
Nu<:\lde (keV) (%)

239Pu 13.6 1.67
(U LX-rays) 17.2 2.38

20.2 0.55
IO'Pd 20.2 67

(Rh K X-rays) 22.8 13

·Relative intensities from ~easurcmcnts
al AERE employing a 300-mm SiLi detec
tor with a thin Be window. normalized to
assumed total abundances of 4.6% for 239pu
(Sw70, and 80% for IO'Pd (Ma761.

and physiological factors, and (iii) the use of
R to derive calibration factors for estimating
plutonium in lungs, given data acquired after
the inhalation of 103Pd by volunteers. We shall
also deal briefly with potential applications of
our data and model, in the assessment of
low-energy X-ray emitters other than 239pU.

METHODS AND RESULTS

The method of calculation, i.e. employing a
digital computer, was an elaboration of a
technique developed for other purposes by
Dudley and ben Haim (Du68).

For our purposes, the thorax was
represented by a cylinder of elliptical cross
section (Fig. 2) with semi-axes Ze. Ye, whose
size would, in practice, be derived from an
individual's overall thickness (front to back
of body) and width at mid-sternum. Within
this cylinder, the lung volume was defined by
another elliptical cylinder, 15 cm long, whose
semi-axes were chosen so that the separation
of the inner and outer cylinders in the regions
viewed by the detectors approximated the
required chest wall thickness, t, determined

R = counts per Rh K X-ray emitted by '03Pd in lungs (1)
counts per U L X-ray emitted by 239jiu in lungs'

The factors that might be expected to
influence R include the size and density of
the lungs, the pattern of radionuclide dis
tribution within the lungs, and the degree of
attenuation in the tissues of the chest wall,
consisting of muscle, adipose tissue and
bone. Most of this paper is concerned with (i)
the evaluation of R through calculations
based on a simple semi-empirical model, (ii)
the dependence of R on certain anatomical

by ultrasonic methods (Ca76). A medial slice
of the inner cylinder, of width WR + WL ,

divided its volume and was assumed to
consist of unit-density material to represent
crudely the tissues and organs, such as heart,
that separate the lungs; the smaller size of the
left lung could be taken into account by mak
ing WL > WR• Thus, in Fig. 2 the two shaded
regions LEFT and RIGHT represented low
density, uniformly active lung tissue, while
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Tab/. 2. liMo, O/lntJlOliolJ coejjcimrs (em-I) /0' ,..kvOIlI
IIItJleriaJ,·

EnerIJY PbotGe\f"tric Compton
Material (keV) ,. ,.c

MWlCle 13.6 1.81 0.17
(lnt64) 17.2 0.8~ 0.17

20.2 O.~I 0.18
22.8 0.3~ 0.18

Adipose tissue 13.6 0.91 0.16
(\n7~) 17.2 0.43 0.17

20.2 0.26 0.17
22.8 0.17 0.17

Temex 13.6 U8 0.17
(St6I) 17.2 0.78 0.18

20.2 0.48 0.18
22.8 0.33 0.18

AIclerson lu.... 13.6 0.~7 0.00
S.I. =0.27 17.2 0.121 0.04~

(AId701 20.2 0.073 0.046
22.8 0.049 0.047

Compact bone 13.6 21.0 0.26
(W062) 17.2 10.4 0.28

20.2 6.39 0.29
22.8 4,43 0.29

'Based on calculations by D. R White usiDa poblishcd
melbods (Wb74). E1emenlal compositions from the references
given for each material were assumed.

the unshaded regions represented inactive
unit-density material. An additional feature
was incorporated in some instances. Within
the chest wall, a series of more heavily ab
sorbing regions of variable thickness was
assumed to be present, reproducing crudely
the configuration of the sternum and ribs.

In most instances the detector was
assumed to be mounted in a horizontal plane
above the supine thorax (Fig. 2), and a uni
form distribution of activity within the lungs
was envisaged. The sensitive area of the
detector window was divided into a number
of regions, typically 20 for a counter of 12 cm
diameter, and a three-dimensional array of
approximately 2000 points, separated by
-2.5 cm horizontally and -0.2 cm vertically,
was set up inside each lung. From each of

energy En. The detector response C(En) for
a given chest/lung/detector configuration was
calculated in arbitrary units by summing the
transmission fraction for each path,
weighted inversely according to the
square of the total path length as a geometry
factor, i.e., we effectively performed a dou
bl~ integration of the response over the
detector area and the lung volume. However,
in studying the most common systems, in
which two detectors are employed (one
viewing each lung), the response of each
counter to activity in the opposite lung was
neglected. Measurements of 239pu in a phan
tom, which were made using the equipment
shown in Fig. I, suggested that the activity in
each lung contributes only 5% of the total
response recorded by the opposite detector.

The intrinsic efficiency of scintillation
counters was assumed to be independent of
the energy of the quantum and of its angle of
incidence on the window. For phoswich
detectors fitted with thin beryllium windows,
this was a legitimate assumption; however, in
applying the method to proportional counters,
it would be necessary to take into account
path lengths and energy-dependent absorp
tion in the filling gas.

Calculation of R
Given values of C(En) calculated in this

way for a particular arrangement of lungs,
chest, and detector and for the relevant
energies (Table I), and weighting according to
the relative intensities in Table I, we have

4.6 67C(20.2) + I3C(22.8)
R = 80 x 1.67C(l3.6)+2.38C(l7.2)+0.55C(20.2)" (2)

these points, straight lines were constructed
to the centre of each element of window area,
and for each combination the total path
length and also the path lengths within unit
density soft tissue, low-density lung tissue
and (where applicable) bone were calculated.
Simple exponential attenuation was assumed,
with linear attenuation coefficients #Lw(En)
for unit-density soft tissue, #LL(En) for lung
tissue, and #LB(En) for bone at a particular

Selection of attenuation coefficients
In the model we assume simple exponential

attenuation of X-rays in passing through all
tissues. For bone, this is entirely legitimate,
since throughout the 13-23 keY range,
Compton scattering is an unimportant process
(Table 2). For soft tissues, photoelectric ab
sorption is still the dominant process at ener
gies below 25 keV, but Compton scattering
increases in relative importance as the photon
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FIG. 2. Elliptical cross-section of the chest model
envisaged in the calculations.

energy is raised from 13.6 to 22.8 keV. Some of
the scattered quanta will escape from the body
and contribute to the response of the detector.
However. this is not a major complication.
Calculations by Monte Carlo methods (Rue75)
have predicted that. for a uniform distribution
of activity in the lungs and a wide range of
chest wall thicknesses. the ratio of total to
uncollided X-ray flux emerging from the body
should be very similar for I03Pd and 239pU.
Hence. in deriving values of C(En) to evaluate
R [equation (2)]. use of the total attenuation
coefficient. J.L P + J.L C (for photoelectric and
Compton interactions respectively). would
appear to be justified.

Experimental verification
It was necessary to confirm that our ap

proach to the evaluation of R allowed for the
differences in (i) self-absorption in the lungs
for X-rays of I03Pd and 239pU. (ii) their
penetration through bone. and (iii) their
transmission through the soft tissues of the
chest wall. We were able to do this using
data obtained with the equipment shown in
Fig. 1. in support of the monitoring
program at Lawrence Livermore Laboratory.
In this program. calibration for the assessment
of low-energy photon emitters involves the
use of an Alderson Remab phantom thorax.
which incorporates a human rib cage and
lungs made from a low-density. nominally
tissue-equivalent material (Table 2). This is
uniformly impregnated with a known amount

of the nuclide concerned (An76). From
data obtained in the course of these calibration
procedures. which have been followed using
b h I03Pd d 239p .ot - an u-Impregnated lungs. we
have deduced a value for R, according to
equation (1). for the Alderson lungs encased in
the rib cage but with no overlying material.
This value is I.31. Calculations based on our
model, employing appropriate values for lung
dimensions. rib thicknesses. and attenuation
coefficients J.L P + J.L C in the relevant materials
(Table 2).led to a value R = 1.39 from equation
(2). This acceptable agreement with obser
vation would appear to confirm that the
combined effects of (i) and (ii) above can be
predicted satisfactorilY for a known pattern of
deposition. Similar calculations. made with
attenuation in the rib cage neglected. gave
R = 1.28; i.e .• of the two effects. (i) has the
dominant influence.

The success of the model in predicting (iii).
the relative transmission through the chest
wall. may be deduced from the attenuation
curves shown in Fig. 3, which were obtained
with 103Pd and 239pu, each uniformly dis
tributed in a pair of Alderson "lungs." For
each pair of lungs. the response was
measured at a distance of 5 cm using the
detectors shown in Fig. 1. first without
overlying material and then with increasing
thicknesses of absorber interposed between
the lungs and the detectors. For the 239pU.
curves for both Temex unit-density tissue
substitute and beefsteak were obtained, with
virtually identical results (Fig. 3); with the
103Pd-impregnated lungs. only beefsteak was
used. To simulate this experimental ar
rangement more closely. the model (Fig. 2)
was modified so that attenuation of quanta
escaping from the lungs was assumed to oc
cur not in a curved shell embodying
"bone" to represent the chest wall. but in
a homogeneous overlying slab. Otherwise the
calculations were performed as has been
described above. employing appropriate
values for the relevant physical dimensions
and using the assumed coefficients for
Alderson lung material and for Temex given
in Table 2. From the results. attenuation
curves were predicted and these are included
in Fig. 3. For both nuclides. the experi
mental data lie. as would be expected.
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Table 3. Ctdculated and measured values of the rel81ive
transmission o~X-rtJys from distriblltftl sources of Pd

and 3'ipu through layers of absorber

Response as a function of attenuation
coefficient for the chest wall, II-w

For a given lung/chest/detector configura-

(3)
4

C = k ai exp (-bill- W )
1=1

tion, the calculated detector response C will
be a function of the selected coefficients I£w,

I£L and I£B, for the three types of tissue
envisaged in the model. To facilitate presen
tation of the results, we shall assume initially
that the chest wall consists of homogeneous
soft tissue (without a bone structure), whose
elemental composition is identical with that
of the lungs; i.e., I£L =O.31£w, where 0.3 is the
assumed specific gravity p of lung tissue.
These simplifications enable us to express the
response C in terms of the single attenuation
coefficient I£w. This has been done in Fig. 4
for eight hypothetical subjects characterized
by the stated values of overall chest thick
ness (Le., 2Zc in Fig. 2), chest width (2 Yc ),

and chest wall thickness (t). The detectors
were assumed to be scintillation counters
of 12 cm diameter, which were displaced to
the left and right of the midline of the chest
to simulate approximately the arrangement
shown in Fig. I. The results should be more
generally applicable, however: curves cal
culated with other assumptions (larger detec
tors of up to 20 cm diameter and/or detectors
with modified orientation relative to the
thorax) were similar in shape to those in Fig.
4.

Convenient functions of the form

were found empirically to represent each of
the curves in Fig. 4, with an accuracy of
better than 0.5% in the range 0.3 =s; II-w =s; 2.0.
They may be evaluated from the coefficients
aj and bi given in Table 4.

From these relations, the values of C(En)
appropriate to the values of II-wP (En) +
I£wc(En) for muscle (Table 2) were derived,
and using equation (2), the estimates of R(t),
shown by the solid curve in Fig. 5, were
obtained. We also show (Table 5) the relative
contributions from the three major
components in the spectrum of uranium L
X-rays transmitted through the chest wall:
i.e., the individual terms 1.67C(l3.6),
2.38C(l7.2), and 0.55C(20.2) in equation (2),
expressed as a percentage of their sum. Even
small values of t attenuate the 13.6 keY pho-

(1.00)
1.62
2.32
3.06
3.87

Observed

(1.00)
1.66
2.36
3.09
3.89

Calculated

Relative transmission IOJpd/2J9Pu

o
I
2
3
4

Thickness of
absorber

overlying phantom
lunas (cm)

1 '-----'----'-----'-----'a 1 2 3 ,

Clol OVERLYING ABSORBER

FIG. 3. Observed and calculated transmission of
X-rays from distributed sources of 239pu and 103Pd
through Temex and beefsteak. 0, observed in
beefsteak; x, observed in Temex; ---, calculated
using 1£ P (En) only; --, calculated using

1£ P (En) + II:c(En).

between the calculated curve using values of
1£ P (En) only and that derived using 1£ P (En) +
1£ c(En), although they are noticeably closer
to the latter. However, the curves based on
either set of coefficients lead to virtually
identical predictions of the ratios of X-ray
transmissions for the two nuclides, and the
agreement with observation, illustrated in
Table 3 for the calculations employing II- P +
II- c, is very close in the relevant region t =s;

4cm.
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Effect of variables other than t
The use of Fig. 5 (solid curve) to predict

the value of R in a particular situation in
volves assumptions about the influence of
other variables, and it is necessary to
examine the validity of these assumptions
more closely.

(i) Lung density. To investigate how criti-

principal factor governing the ratio R is the
relative transmission for photons of 17.2 and
20.2keV.

CHEST WALL THICKNESS, t (em)

FIG. 5. Solid curve: variation of the ratio R
[equations (I) and (2)] with chest wall thickness, t,
for an assumed lung density of 0.3 g/cm3

, cal
culated from the curves of Fig. 4. Broken curves:
variation of R with t for lung densities of 0.4

(upper curve) and 0.2 (lower curve) g/cm 3
•
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ATTENUATION COEFFICIE NT IN CHEST WALL.p.w (cm~l)

tons very severely relative to the components
of higher energy. This has obvious im
plications in the selection of the optimum
energy band for investigations of
contaminated subjects; it also implies that the

FIG. 4. Calculated variation of the detector
response, C. as a function of attenuation
coefficient, ILw, in the chest wall, for the eight
indicated combinations of overall chest width,
overall chest thickness, and (in parentheses) chest
wall thickness, t; dimensions are given in centi
meters. Detectors of 12 cm diameter, arranged
essentially as shown in Fig. 1, are envisaged and
their intrinsic efficiency has been assumed in
dependent of energy. The lungs are assumed to be
of equal size (WL = WR = 2 cm, Fig. 2), with
activity uniformly distributed. No allowance for
the presence of bone in the chest wall has been
made, and the constant relationship, ILL = O.3lLw,
has been assumed, independent of photon energy.
The results are expressed arbitrarily as a percen
tage of the calculated value at ILw = 0.3 cm-' for

t = 0.5 cm.

Table 4. Values 01 ,lte co~cienlS a, and bi in equation (3)

Chest wall
thickness.

I
(em) a, b, a1 b, a1 b, a, b.

0.5 82.89 3.111 95.93 1.275 1.997 0.108 0 0
1.0 76.17 3.m 70.83 1.892 2.009 0.754 0 0
1.5 70.58 4.430 49.42 2.500 4.639 1.644 0 0
2.0 ~.38 5.293 34.29 3.307 10.94 2.959 4.705 2.173
2.5 45.61 6.209 20.52 4.213 19.99 3.735 6.176 2.817
3.0 41.06 6.97~ 32.62 4.~ 6.247 3.381 0 0
3.5 32.81 7.615 27.80 5.247 6.540 3.970 0 0
4.0 26.3\ 8.7~ 26.72 6.021 6.80\ 4.561 0 0
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Table 5. Spectral composition of tff,nsmilled x
rays from uniformly distributed 2 Pu in lungs

Cheslwall % total transmitted
thickness. t

(em) 13.6 keY 17.2keV 2O.2keV

0* 36- 52- 12-
1.0 7 61 32
2.5 1 51 48
4.0 <0.2 37 63

·'fhese are the values for a bare source, from
the intensities given in Table I.

cal was the choice of lung density (assumed
above to be 0.3 g/cm3

), the calculations were
repeated with the alternative assumptions
ILL = 0.21Lw and ILL = O.4lLw. This led to a series
of curves relating C and IL which were dis
placed in magnitude from those of Fig. 4, but
which were similar in shape, so that the rela
tionship between Rand t was not materially
affected (Fig. 5).

(ii) Thickness of active lung viewed by
detector. For any given value of t in the
range 1-4 cm, and for p = 0.3, doubling the
uniform depth of active lung from 5 to 10 cm
increased R by only 4%. A further doubling
to 20 cm produced an additional increase of
only 2%. This is an important result since the
thickness of lung viewed by a detector may
vary considerably according to the position
of the detector on the thorax.

(iii) Cross-section of the chest. In cal
culating the results shown in Fig. 4, it was
assumed that the thorax could be represented
by a cylinder of elliptical cross-section
with eccentricity, e = 1.5. A series of cal
culations in which Ze and t (Fig. 2) were fixed
at 12 and 2.5 cm, respectively, with Ye vary
ing from 15 to 21 cm, showed that the effect
on R was negligible: R increased from 4.27
for e = 1.25, to 4.32 for e = 1.5, and further to
4.36 for e = 1.75-a total change of only 2%.

(iv) Volume of unit-density tissue separat
ing the lungs. The predictions of Figs. 4 and 5
were obtained for WL = WR = 2 cm. The cal
culations for t = 2.5 cm were repeated employ
ing values in the range 0 ~ WL = WR ~ 8 cm
and produced a maximum change in R of 2%
between these limits.

(v) Composition of soft tissues in the chest
wall. The curves in Figs. 4 and 5 are based
on a fixed (i.e. energy-independent) relation
ship between ILL and ILw. Given that the ele-

mental compositions of lung and muscle
tissues are believed to be very similar (ln75),
this approach should be valid for a chest wall
composed largely or entirely of muscle tissue.
In practice, adipose tissue will, of course,
also be present. To investigate the effect on
R, the calculations were repeated with values
of ILdEn) unchanged but with ILw(En) set
equal to various weighted means of the ap
propriate coefficients in Table 2, simulating a
chest wall composed of muscle and adipose
tissue in the proportions (by volume) 90/10,
78/22 and 66/34. These values represented the
smallest, mean and largest ratios found in a
study of 18 male cadavers (0073). The resul
ting estimates of R are presented in Fig. 6 as
fractions of R for the same chest wall thickness
composed entirely of muscle. If, in the absence
of specific information on the proportions of
these tissues, a correction based on the middle
curve in Fig. 6 were applied, the result would
rarely be in error by as much as 5%.

(vi) Effect of bone in the chest wall. In
deriving the curves of Figs. 4 and 5, we
neglected the presence of bone within the
chest wall. Some of the calculations were
therefore repeated, taking into account the
additional absorption in a "rib cage" and
"sternum" together covering approx
imately 45% of the frontal area of the
thorax. These were assumed to consist of
compact bone of various thicknesses (be
tween 0 and 5 mm) possessing the values of
ILB in Table 2. The results for one such series
of calculations, i.e., for t = 2.5 cm, are given
in Fig. 7, where R is shown as a function of
bone thickness. Small thicknesses of bone
produce a noticeable filtration effect, which
reaches a broad maximum at about 1.5 mm.
With further increases in thickness, virtually
all of the radiation becomes absorbed, ir
respective of its energy in the 13-23 keV range,
so that the relative transmission of photons of
different energies is determined by attenuation
in soft tissue in the intercostal spaces, and R
again approaches the value for zero bone
thickness.

The thickness of human rib cortex is esti
mated to be -1 mm (In75), so that if the
thickness of the trabeculae is neglected, the
total thickness of compact bone in the path of
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Table 6. ElK' of a p.riph<rallay<r
01 inactive lung on R calcu'tJled lor
ache." ...all thickn... of 2.5 e~ and a

lung density of 0.3 &lem

Thickness of
inactive layer

(em) R

Application to the assessment of plutonium in
lungs

In Table 7 we show the observed efficien
cies, Epd , for detecting known amounts of
103Pd in the lungs of three volunteers whose
X-ray emissions were recorded with the 12 cm
diameter detectors at Livermore (Fig. 1).
Values of E pd in these subjects, recorded at
Harwell with an otherwise similar arrangement
of 19 cm diameter detectors, were on average
- 50% higher. Estimates of the corresponding
efficiencies of the smaller detectors for 23'1>u,
E pu , have been derived from the tabulated
values of E pd and R and are also given in Table
7.

Calibration factors obtained by these
methods were employed to assess 238pU in
vivo after a case of accidental inhalation. The
X-ray emission from the subject's chest was
investigated with (i) phoswich detectors of
12 cm diameter, as shown in Fig. I, (ii) a
similar arrangement of detectors of 19 em
diameter and (iii) a single detector of 19 cm
diameter in a central position above the ster
num of the supine subject. To convert the
X-ray count-rates into estimates of lung
burden, values of E Pu appropriate to each
arrangement were derived, as in Table 7,
from our investigations of IOJpd in subject JR,
whose chest wall thickness was very similar
to that of the contaminated man. An adjust
ment was made to allow for the X-ray abun
dance of 238pu (11.4%), which is larger than
that of 23l1pu (4.6%). The contamination
contained a small proportion of 24/ Am (0.69%
by activity, assessed from early fecal ex
cretion) which could be estimated in vivo
through measurement of its 60-keV gamma
radiation. From our estimate of the 24/Am
initially deposited in the nonciliated regions
(derived by extrapolation of serial estimates

-w....
U
<II
::>
%

II:

II:

().ll5:-----~----____:!L--------l
, 2 3

CHEST WALL THICKNESS I em I

FIG. 6. Variation of the ratio R [equations (I) and
(2)) with chest wall thickness, I, composed of
various proportions of muscle and adipose tissue.
The results are expressed as fractions of the ap
propriate value of R for a chest wall consisting
entirely of muscle, and the curves are labeled
according to the percentage of adipose tissue en-

visaged.

the radiation is -2 mm. This implies (Fig. 7)
that the required correction to the value of R
for t = 2.5 cm is a factor of 1.06. The size of
this correction was found to be virtually in
dependent of chest wall thickness, varying
only within the range 1.05-1.07 for 4 cm > t >
1 cm.

(vii) Distribution of activity within the
lungs. Up to this point all of our calculations
have been made on the basis of a uniform
deposition of activity throughout the lungs.
To illustrate the critical nature of this
assumption, we summarize in Table 6 the
results of further calculations in which
deposition of the I03Pd and 23'1>u was assumed
to be concentrated in regions increasingly
remote from the periphery of the lung. This
was achieved with our model by restricting
the integration process to regions further than
a specified distance from the lung surface,
providing, in effect, an additional absorbing
layer of inactive lung tissue of uniform
thickness.

o
2
4
6
8

4.32
4.83
5.29
5.64
5.94



D. NEWTON, B. T. TAYLOR and A. L. ANDERSON

1.0B

1.06

o
a:

1.04 ....
a:

1.02

1.00

4.31:::0-----cO~.I,----------;:!0';;-2----;:0:';.3,--------cO-;!-.4;;--------r!0.5

COMPACT BONE THICKNESS (em)

FIG. 7. Variation of the ratio R [equations (1) and (2)] with thickness of compact bone
covering 45% of the frontal area o( die thorax. for chest wall thickness t = 2.5 em. The
results are shown both as calculated (scale on left) and as a fraction of the value for zero bone

thickness (scale on right).

581

commencing after 7 days) and the known
composition of the mixture. we deduced a
corresponding estimate for 238pu in the lungs
which was independent of the values based on
its 17 keY emission. Expressed as per
centages of this independently known value.
the three direct estimates of 238pu by X-ray
counting were (i) 110 ± 28. (ii) 96 ± 24. and (iii)
116 ± 29, with the quoted errors larJ!;~ly

reflecting uncertainties in the subject's esti
mated 241 Am content. It was shown earlier
that our calculations successfully predicted
the relative transmission of X-rays from 103Pd

and 239pu for experimental situations. These
additional data suggest that the method can
be used satisfactorily in operational assess
ments of plutonium in vivo.

DISCUSSION

Errors in R and in derived calibration factors
for plutonium in lungs

We do not envisage administering 103Pd to a
contaminated subject in order to improve the
assessment of his plutonium content. In
practice. a calibration factor would be

Table 7. Calib"'tioN factors IUIII roIJJtm data for tltru .Mbj«u cOfItaillillll blowN amooNt, of I03Pd
w/to.e X."" mtl..iofu wen 111..0"" wit~ tM p~o,wic~<kt«tors of 12 em diolllet... ,/towN ill Fill. 1

Calibnlion facton 239pgIWII Calimtion
burden faclotfror

Cheslwal1
~ed* ~~ equiV~nl phantom

lhickneas. t" 1017
(epm/~£!l~)Subject (em) Rt (COlIIIb/pboton) (cpm/,.Ci ) (,.1

DN 1.7 3.4 3.10)( 10-3 84 0.004 276
nt 2.' 4.3 1.84)( 10-3 40 0.009 116

KFB 2.9 4.7 1.47)( 10-3 29 0.012 77

"Meuured at La.....DCe Li-.nore Labontory by publiabed metboda (Ca76).
tc.Jc:ulated from Pip. " 6. and 7 for (i) tIte measured ...... of t, (it) a chest wall composed of 22')f,

adipoee m- and "" 1I1U8de. and (iiI) aD auumed -*aI rib bone tbic:Imess of 2 Mm.
*PuU RCorded X....y -'t area.
fCountinl rate ill tIte ... IJ-24 keV, illcilldina - 909l> of tIte full X-tay peat atea.

..... =atandud deviation of tIte bacbround countitta tate, measured fot 1 hr. This backaround is
7.6min-1 fot IJ-24keV, incllldina an assumed contribution of 4.0 min-I from the subject', -x. and
1976 levels of fall .....t mC..

UlctaiIa, may be found e1aewbere (Att76).
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derived, indirectly, e,g" by reference to a
correlation between chest wall thickness, or
chest circumference, and detection efficien
cies for I03Pd administered to volunteers. The
estimated value of R would then be applied
to The predicted efficiency, E pd , to give the
calibration factor for plutonium, E pu • Such
correlations show an appreciable scatter of
observed values of E pd about the best-fitting
function; e.g., the results of Rundo et al.
(Run68) suggest a scatter of -±30% (20"). In
assessing E pu one would also need to bear in
mind the possibility of additional error from
the uncertainties in predicting R.

Of the anatomical variables we have
examined, the chest wall thickness, t, in the
regions viewed by the detectors is evidently
the most important factor affecting R. From
experience at our two laboratories and else
where (Tom76), we estimate uncertainties
(20") in determining t by ultrasonic methods
to be in the range of 5-10%. The higher value
would imply typically a 6% uncertainty in R,
determined from Fig. 5. If the intermediate
(22%) curve of Fig. 6 were used to correct for
the presence of adipose tissue, errors would
occur in its application to leaner or more
obese subjects, leading to an additional un
certainty in R of perhaps 5%. The effects of
the other anatomical variables we have stud
ied, including the thickness of bone in the rib
cage (Fig. 7), are, taken together, probably
similar, suggesting a combined uncertainty
approaching 10%. Anatomical factors are not
the only important variables, however, and in
making this assessment, we assume that the
distribution of activity within the lungs is
uniform, or essentially uniform, both in the
volunteers for whom the data on E pd were
obtained and in the subject containing plu
tonium. In fact, next to the chest wall thick
ness, the distribution pattern appears to be
the most important factor governing R (Table
6), and because it is unknown, its influence
would appear to constitute a major source of
additional error.

When I03Pd has been used in calibration
studies, the activity has been incorporated
into polystyrene particles of size 1-5 ~m
and has in general been administered

to subjects possessing normal respiratory
function and breathing with a tidal
volume in the range 0.5-0.81 (Run68, Ne72,
Sha76). From studies with gamma-cameras
(Sh075) in normal subjects who had inhaled
99mTc-labeled 5-~m polystyrene microspheres
under these conditions, it appears that there
is a well-dispersed distribution of particles
remaining after early rapid clearance from the
ciliated regions is essentially complete. One
cannot reliably deduce from these observa
tions that the distribution is close to being
uniform, but any non-uniformity is certainly
not as extreme as in most of the situations
considered in Table 6. Similar inferences may
be made from reports dealing with the in
halation of other materials, e.g., 2-~m iron
oxide particles (L071). Concerning plutonium,
findings at autopsy (Vo76) encourage similar
conclusions for activity measured by detectors
viewing the upper thorax at relatively short
times (- I month) after intake. It is impossible
to predict how the value of R for typical, or
"normal", deposition patterns will differ from
the value of R for a hypothetical uniform
distribution. However, on the basis of Table 6
and the evidence discussed above, an un
certainty of 10 or perhaps 15% in R, as cal
culated by our methods, would appear to us to
be possible. Combining this assessment with
our estimate of - 10% from the anatomical
factors would suggest an overall error in R of
15-20%.

It is not clear how such uncertainty in R
should be compounded with the comparable
estimate of 30% uncertainty in E pd to assess
the error in E pu , since to some extent Rand
E pd will be affected by common factors, but
an estimate in the range of 35-50% is in
dicated. For patterns of pulmonary deposi
tion of plutonium which differed markedly
from that of the I03Pd_labeled aerosol in the
experimental subjects, larger errors in
derived values of E pu would occur. The sub
ject's respiratory pattern during intake of the
activity can certainly influence the detection
efficiency, and there is some evidence of
modified calibration factors in habitual
smokers (Ne72); other respiratory abnor
malities may well produce similar effects.
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Furthermore, it appears that the distribution
of plutonium in supposedly normal lungs
several years after intake may show
peripheral concentrations (V076).

Calibration methods employing phantoms
The potential errors in estimates of Epu

deduced from observations of Epd are evi
dently substantial. We nevertheless believe
that the methods we have described offer a
more reliable approach to calibration than is
generally achieved by measuring plutonium
in currently available phantoms. Of the vari
ous factors governing detection efficiency,
some are strongly energy dependent (ED)
in their effect, while the influence of others is
relatively independent of photon energy (EI).
For example, the importance of attenuation
within the lungs and soft tissues of the chest
wall is markedly ED, whereas the effects of
screening by bone or by large organs, such as
the heart, are essentially EI in the spectral
region of interest. By administering 103Pd to
volunteers one can reproduce the EI factors
with greater confidence than one can with
phantoms, and the remaining problem, with
which we have been concerned in this ac
count, is essentially allowing for the effect of
the differential attenuation for X-rays of two
energies, 17.2 and 20.2keV. (To judge by the
estimates in Table 5, the 13.6 keY component
of the U L X-ray spectrum may be neglec
ted.) By contrast, in designing a phantom to
predict E pu , one must attempt to reproduce
correctly the much larger attenuation factors
for the emissions of 239pU, as well as the EI
parameters. Recent indications (Ne78) are
that the result may frequently be in error by a
factor of three or more.

It may be noted that values of E pu in Table
7, column 5, amount only to -35% of others
(column 7) predicted by a calibration proce
dure based on a Remab phantom (An76).
However, the observed values of Epd in Table
7 were themselves only 60% of the cor
responding estimates for 103Pd derived by the
phantom procedure. If these dis
crepancies result from a defect in the
phantom, it is not surprising
that the error for the X-ray emitter of

lower energy is larger. Possible causes of the
error are that the substitute for lung
tissue (Table 2) is unrealistic in its
attenuation properties at these energies
(Wh76), and that the assumption of a uniform
distribution of activity in the lungs may be
invalid. A more appropriate lung substitute
will be employed in a new phantom (Oe76)
under construction at Lawrence Livermore
Laboratory.

Minimum detectable activities
Employing the derived values of Epu in

Table 7, we have calculated the lung burdens
of 239pU in each subject that would cor
respond to the statistical standard error u of
the background counting-rate, determined
from a measurement lasting 1hr. These
estimates have been included in the table. If
correct, they would imply that, for matched
subject and background measurements of this
duration, the minimum significant measured
activity of 239pU (equivalent to 2.33u, for 95%
confidence limits) would exceed the maxi
mum permissible lung burden (0.016 #LCi)
except for the smallest of these subjects.

Other models
Other models have been developed for the

specific purpose of deriving calibration
factors for plutonium in lungs from observed
detection efficiencies for 103Pd. Cohen, Guil
mette and Wrenn (C073), employing a
simpler representation of the lungs and chest
that made fewer demands on computer time
and storage than ours, have predicted similar
values of R. An alternative method employs
the concept of an "effective tissue thickness"
(Run69; To076). When applied to data
recorded at Harwell for the three subjects of
Table 7, this approach led to values of R
between 20 and 38% larger than those pre
dicted by our model.

Extended applications
We found that the estimates of R(t) (Fig. 5)

were not materially affected by substantial
changes in the assumed size and orientation
of the detectors. Thus those given in Table
7 could reasonably be used to calculate esti-
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mates of Epu from values of Epd recorded for
other phoswich arrangements. Values of E pd

have been provided by nine laboratories which
investigated the X-ray emissions from
the subjects of Table 7, using one or more
phoswich detectors of 10-19 cm diameter in
various configurations relative to the thorax.
These may be found elsewhere (Ne78).

Equation (2) (with suitably modified X-ray
abundances) and equation (3) (with the
coefficients given in Table 4 and appropriate
values of J-Lw) may be used to estimate cali
bration factors, relative to Epd, for other
nuclides emitting X-rays comparable in
energy to those from 239pu, e.g., isotopes of
curium (14-21 keY). However, the experi
mental justification for our approach derives
specifically from investigations within the
range of 13-23 keY. We would not advocate
its uncritical use for extrapolation between
situations in which Compton scattering is an
unimportant process (e.g., in soft tissue for
I5-keV photons) and those in which it is a
dominant mechanism (energy> 30 keY). A
further caution is necessary. While the
shapes of the curves relating C and J-Lw for
fixed values of t [equation (3) and Fig. 4] did
not depend at all critically on the assumed
size and orientation of the detector, their
separation was to some extent affected by
changes in these assumptions, i.e., the varia
tion of C with t for a given value of J-Lw was
somewhat dependent on geometry.
Consequently, extrapolation of data on E pd

(Ne78), or of derived values of E pu (Table 7),
to values of t substantially outside the range
of observation (1.7-2.9 cm in Table 7) could
not reliably be based on equation (3) or Fig.
4. For such extrapolations, it would be better
to study experimentally the variation of E
with t for the geometry employed, using an
anatomically realistic simulation of active
"lungs" and overlying "chest wall" composed
of approximately tissue-equivalent materials.
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